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Abstract. In this study, a measurements of neutron field using a special positioning device with a
6Li + Si detector and image plate is described. The measurements were provided for Boron Neutron
Capture Therapy (BNCT) channel of the LVR-15 reactor in the Research Centre Rez Ltd., Czech
Republic. Mapping of neutron field represents an essential and crucial part of planning BNCT treatment
(especially for patients suffering from brain tumor Glioblastoma Multiforme).
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1. Introduction
Glioblastoma multiforme [1–4] is the most common
malignant radio-resistant and chemoresistant tumor
of the central nervous system which has been incur-
able for decades and even today, unfortunately, the
prognosis is not favorable [5]. This type of tumor
is characterized by very fast growth and aggressive
invasion to the surrounding normal brain tissue. It is
very difficult to remove all of the affected tumor cells
without serious damage of the brain. Despite the ad-
vanced diagnostics (especially in neuroimaging), and
various multimodal therapies that include surgical
resection followed by radiation therapy (and alter-
natively chemotherapy) still remains a considerable
problem with finding efficient and gentle treatment of
the sensitive area of brain tissue. In this regard, Boron
Neutron Capture Therapy (BNCT) is unique selective
radiotherapy based on capture of non-radioactive nu-
clide 10B by cancer cells and the subsequent capture
of thermal neutrons resulting in the nuclear reaction
10B(n, α)7Li. These products of reaction selectively
damage cancer cells while healthy tissue is spared of
radiation load.
An absolutely essential part of the treatment plan-
ning is determination of parameters and proper set-
ting of correct compensation of neutron beam. The
purpose of this project was to measure the spatial dis-
tribution of neutrons inside the epithermal horizontal
channel of the research reactor LVR-15 (the Research
Centre Rez Ltd., Czech Republic) [6], which is used
for the method of Boron Neutron Capture Therapy.
2. Research Background
2.1. The special positioning device
The mapping of neutron beam was done by using a
special positioning device which fixed a Si semicon-
ductor detector with 6Li converter. The positioning
device can moves the detector in three axis and it ba-
sically consists of a specially modified support frame
with three engines. The special positioning device is
shown in Fig. 1.
Figure 1. The special positioning device.
2.2. 6Li + Si detector
For the spatial mapping of neutron beam was used
a detector which was consisted of 6Li converter and
Si semiconductor detector [7]. The 6Li converter pro-
vided a production of 3H (after its insertion into neu-
tron flux) via 6Li(n, α)3H reaction. The total en-
ergy of the reaction is 4.78MeV (2.73MeV for 3H and
2.05MeV for α particle). The tritium 3H is then de-
tected in a Si detector. The active diameter of 6Li
68
vol. 4/2016 Measurement of Neutron Spatial Distribution of the BNCT Beam
converter is 3mm; the case of Si detector has diameter
25mm. The distance between converter and detector
is approximately 8mm [8]. The scheme of the detector
is shown in Fig. 2.
Figure 2. The scheme of 6Li + Si detector [8].
2.3. The image plate
Another method that has been performed is the ex-
perimental determination of the intensity distribution
excitations caused by neutron beam by means of the
image plates (Fig. 3). Displaying the neutron flux
through the imaging plate is mainly used for neu-
tron radiography method. The principle is based on
passing the neutron beam through an object and its
subsequent detection on the imagine plate. The result
is a 2D (or 3D) image of the different intensities of
the neutron flux which is determined by the absorp-
tion properties of the object material. In the case
of the experiment mentioned in this work was used
this method by the same way, but not for displaying
a particular subject, but purely for displaying the
parameters of the neutron beam intensities.
Figure 3. The image plate.
3. Method of Measurement
3.1. The mesaurement with the
positioning device
The measurement was carried out from March 31 to
April 1, 2016 in front of the horizontal channel BNCT
of the research nuclear reactor LVR-15 in the Research
Centre Rez Ltd. The acquisition of the data was based
on communication between GENIE-2000 program (de-
tector) and special positioning device utility program.
The getting device to work was accomplished by se-
quential modifications of batch codes. The codes
control position of the positioning device and also pro-
vide a record of the data of measurements. The main
aim of this measurement was to determine the spatial
distribution of neutron beam, which is important to
verify its homogeneity for subsequent applications of
BNCT. The map of the route of detector was cre-
ated and loaded into the control position program of
positioning device. The movement of positioning de-
vice with 6Li + Si detector was determined with fixed
increments of 1 cm along the horizontal axis y and
along the vertical axis z. The time of measurement
was ∼ 4 minutes for every position of detector. The
scheme of route of the detector is shown in Fig. 4.
Figure 4. The scheme of the route of 6Li + Si detector.
The entire measurement lasted 9 and 12 hours (240
second for one position) and data from detector were
analyzed with the software GENIE-2000 by CAN-
BERRA Company [9].
The resulting peak areas of 3H have to be corrected
for the change in reactor power as the power was
not stable during whole measurement. The power of
reactor was higher at the beginning of measurement.
For the time of the correction was used the data
from ionization chambers which monitoring the BNCT
channel (see Fig. 5).
Figure 5. The development of reactor power.
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The resulting peak areas after correction were cal-
culated based on the following relationship
Spk =
M
xi
Sp,
where Spk denotes the peak area after correction, M
is a median of the numbers of pulses during irradia-
tion, xi is an arithmetic average of the numbers of
pulses during the i-th interval of irradiation in a given
position and Sp is the peak area.
3.2. The measurement with image plate
The second experiment of mapping neutron field was
performed on April 21, 2016. The main aim was to
take a radiography image of thermal neutron beam
and its evaluation using neutron imaging plate. The
plate was placed under the outlet of the neutron beam.
All manipulation were done by hand, the image plate
was moved to the beam exit after the beam was opened.
This system was provided for pulling the plate up-
ward for start measuring so that the enter of the
channel was subsequently overlapped and after the
end of irradiation the plate was pull down to the start
position. This principle was chosen in order to avoid
an unwanted exposure during opening and closing
the BNCT horizontal channel. Start experimental
position of image plate is shown in Fig. 6. Overall
exposure time was 2 minutes.
Figure 6. The neutron image plate (in the red frame)
located in the default position below the enter of the
BNCT horizontal channel (green frame).
After the irradiation, the plate was evaluated at the
Institute of Nuclear Physics Institute of the CAS in
Rez. Subsequently, the measured data was processed
by the device FUJIFILM BAS-1800 (BAS – Bioimag-
ing Analyzer System), which evaluated the measured
intensity.
4. Result of Measurement
4.1. The mesaurement with the
positioning device
Based on neutron beam radiation of 6Li + Si detector
the map of thermal neutron flux distribution was
obtained (Fig. 7). Values within each field represents
the value of the peak area.
Figure 7. The map of neutron flux distribution.
The graphical representation of the measured data
is on the Fig. 8. The axis x represents the values of
the peak areas of 3H and the axes y and z are the
positions. The measurement uncertainty was around
1%.
Figure 8. 3D graph of neutron flux distribution.
4.2. The measurement with image plate
The measured neutrogram of the neutron beam of
reactor LVR-15 was then rendered Fig. 9.
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Figure 9. The neutrongram of neutron beam.
The neutron beam is seen here as a red-edge cir-
cle. The dark blue color represents the lowest level of
excitation (the largest decline), while the white color
represents the high intensity. On the neutrongram
are partially visible muﬄed two horizontal bars in
the upper and lower half, which are dependent on
the properties of a neutron plate and therefore do
not reflect the actual intensity values at those loca-
tions. Unfortunately it is not possible to suppress
this phenomenon. Small local changes in intensity
are the result of small surface scratch of the plate.
On the picture is evident symmetrical circular beam
(red-purple-white colored intensity) with the lowest
attenuation values in the centre, as one might expect.
However, the upper half of the image shows a higher
level of exposure than the lower half. Possible in this
case, this could be the influence of gamma radiation
to which the neutron plate can be also sensitive. This
impact would be affected by the opening BNCT chan-
nel. Another additional measurements intended to
clarify these results are planned. It is possible to plot
a 3D graph (Fig. 10).
Figure 10. 3D neutrogram of neutron beam.
The values on the axes x, y represent the pixel, resp.
one unit corresponds to one pixel, which is equivalent
to 50 micrometers. Thus e.g. 500 px = 2.5 cm, 1000 px
= 5 cm, 2000 px = 10 cm etc. The z axis is then plotted
excitation intensities in individual pixels. The values
are relative and they do not represent actual neutron
flux density. The point [x, y] = [0, 0] represents the
upper-left corner of the neutron plate placed looking
towards the enter of the horizontal channel. Again,
this graph shows the slope, which is probably caused
again by the opening of the channel.
5. Conclusions
The measurement results show that the profile of
the beam is quite homogeneous in its whole cross-
section without any significant peaks. In the future,
other measurements with other types of converter
are planned. Also properly functionality of special
positioning system which fixed the 6Li + Si detector
was confirmed.
The measurement using neutron image plates
showed that the neutron beam is symmetrical with
the highest intensity in the centre of the beam. It was
detected intensity changes in the upper half of the
image compared to the lower half of the image. This
situation may be caused by the influence of unwanted
exposure during opening horizontal channel or by un-
wanted exposure of gamma radiation at the opening
horizontal channel.
Both methods were sensitive to thermal neutrons
(i.e. 6Li converter and Gd layer of neutron image
plate).
Both experiments confirmed the symmetry of the
neutron beam of BNCT horizontal channel of LVR-15
reactor.
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